[Possibilities for the use of manual and automated scanning procedures in ultrasonic mammography].
The limitations and advantages of the different ultrasonic breast-scanner (manual and automated) were described, likewise experiences with an automated waterpath scanner (Octoson). For breast cancer screening the automated scanner seems to be an acceptable concept, because it manifests the breast with an excellent anatomic view. In addition the mamma is in a stable position and the examination can be properly delegated. The manual examination can be used as an additional examination. Ultrasound scan can be correlated with the manual examination and a cyst can be punctured under ultrasonic control. Essential technological improvements are to be expected by both ultrasonic systems.